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Abstract
Background: An important issue in noninvasive mechanical ventilation consists in
understanding the origins of patient-ventilator asynchrony for reducing their incidence
by adjusting ventilator settings to the intrinsic ventilatory dynamics of each patient.
One of the possible ways for doing this is to evaluate the performances of the
domiciliary mechanical ventilators using a test bench. Such a procedure requires to
model the evolution of the pressure imposed by respiratory muscles, but for which
there is no standard recommendations.
Methods: In this paper we propose a mathematical model for simulating the
muscular pressure developed by the inspiratory muscles and corresponding to
different patient ventilatory dynamics to drive the ASL 5000 mechanical lung. Our
model is based on the charge and discharge of a capacitor through a resistor,
simulating contraction and relaxation phases of the inspiratory muscles.
Results: Our resulting equations were used to produce 420 time series of the muscle
pressure with various contraction velocities, amplitudes and shapes, in order to
represent the inter-patient variability clinically observed. All these dynamics depend on
two parameters, the ventilatory frequency and the mouth occlusion pressure.
Conclusion: Based on the equation of the respiratory movement and its electrical
analogy, the respiratory muscle pressure was simulated with more consistency in
regards of physiological evidences than those provided by the ASL 5000 software. The
great variability in the so-produced inspiratory efforts can cover most of realistic
patho-physiological conditions.
Keywords: Respiratory muscle pressure; Mechanical lung; Mechanical ventilation
Background
Issues in noninvasive mechanical ventilation
The main goal of mechanical ventilation is to assist the spontaneous breathing of a
patient with acute or chronic respiratory failure. The ventilator improves the blood oxy-
genation and unloads the respiratory muscles by supplying a suitable level of pressure
support [1]. Typically, a ventilator delivers a high pressure (often named “Inspiratory
Positive Airway Pressure”) during the inspiration and a low pressure (named “Expira-
tory PositiveAirway Pressure”) during the expiration. Noninvasivemechanical ventilation
is thus quite tricky since the pressure cycle delivered by the ventilator must be syn-
chronized with the patient breathing cycle, that is, the pressure rise to reach the upper
pressure level must be triggered at the onset of the patient inspiratory effort and the
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pressure release must be triggered when the patient ends his inspiration for breathing
out. Such a good synchronization between the patient breathing cycle and the pres-
surization cycle delivered by the ventilator is important to ensure a better comfort
and to reduce the patient work of breathing, although these points have not yet been
clearly validated [2]. Patient-ventilator asynchrony is defined as a phase shift between the
patient ventilatory cycle and the pressurization cycle delivered by the ventilator. There
are various types of asynchrony events [3,4] which can be detected using noninvasive
measurements [5]: reducing their incidence allows to decrease the duration for which
a patient needs mechanical ventilatory assistance [3]. The quality of the synchroniza-
tion between the patient ventilatory cycle and the pressurization cycle delivered by the
ventilator depends on patient physiological characteristics and on ventilator settings.
Some parameters are considered as being critical for synchronizing the ventilator pres-
sure cycle to the patient breathing dynamics: the sensitivity of the high pressure trigger
[3], the low pressure value [6], the level of pressure support (the difference between the
high and low pressure values) [7,8] or the time during which the high pressure is deliv-
ered [9]. However, the way according which the pressure cycle is governed by patient
inspiratory demand depends on the considered ventilators. Moreover, the terminology
as well as the units of the settings present strong heterogeneities among the available
ventilators [10].
Nowadays, bench test studies appear as the most appropriate and most effective way
to compare performances of ventilators. Unfortunately, these studies reveal that there is
a serious need for defining standardized protocols in order to obtain reliable and repro-
ducible results [11]. We choose to focus on the problem of simulating the inspiratory
effort delivered by the patient, that is, the dynamics of the breathing patterns as it can be
produced with the active mechanical lung ASL 5000 (IngMar Medical, Pittsburgh, USA),
one of the most flexible active mechanical lungs available in the market. The choice for
this device results from the fact that it becomes very often used for testing performances
of domiciliary ventilators [12-17]. It consists of a piston chamber driven by a software
and whose dynamics can be adjusted by realistic parameters such as the resistance of
the airways and the lung compliance. With such a device, it is quite easy to simulate the
inter-patient variability clinically observed since the muscular pressure responsible for
the inspiratory effort can be parametrized using predefined waveforms or designed by the
operator (in the latter case, the curve is downloaded to the device). There is no consensus
for designing the inspiratory effort [11] and all parameter values required to reproduce
muscular pressure are very rarely fully reported, with the exception of Chatburn’s studies
[18]. Most often a semi-sinusoidal muscle pressure — as predefined in the ASL 5000 —
is used (Figure 1), but this was never compared to the (rare) physiological data available.
This is mainly due to the fact that measuring a muscular pressure is not a trivial task and
necessarily requires invasive measurements. Indeed, in common studies only the airflow
and the pressure within the ventilatory circuit (as measured by the ventilator) are avail-
able. Airflow thus results from the interactions between the patient and his ventilator; it
corresponds to the output of the system, the muscle pressure being the source signal. The
ASL 5000 was thus designed for producing the airflow from a preset muscular pressure.
In order to conduct a parametric study for investigating the quality of the synchroniza-
tion between patient breathing cycles and the pressure cycles delivered by the ventilator,
it is therefore convenient to produce muscular pressure time series depending on a few
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Figure 1Muscle pressure curve. Respiratory muscular pressure used to drive the ASL 5000mechanical lung.
Sinusoidal half-wave model as proposed by the ASL 5000 software. Parameter values: Increase= 20%, Hold =
5%, Release = 20%, Ttot = 4 s, Amp=10 cmH2O. Increase, hold and release are expressed as a fraction of Ttot.
parameters varied (with an increment as small as possible). Each parameter setting can
thus be investigated for hundreds of patient ventilatory dynamics, that is, as it was tested
on a cohort of hundreds of patients. In practice, the latter is nearly impossible to conduct
because it is not possible to measure muscular pressure in a huge cohort of patients with
the expected parameters, that is, according to our objective, varying the ventilatory fre-
quency and the occlusion pressure within the target intervals. It is therefore convenient to
simulate the corresponding muscular pressure time series for driving a mechanical lung
as the ASL 5000: ventilators are thus tested as if they were connected to a large num-
ber of different patients. Such a procedure allows to make the study reproducible by any
group having an ASL 5000 (something which is impossible to achieve with a database of
measurements in patients).
Our objective is therefore to construct time series of the respiratory muscle pressure in
agreement with physiological evidences for investigating ventilator performances under
quite realistic conditions. For that purpose, we started from the equation of motion for
the respiratory system, used to determine the muscle pressure Pmus. Based on an electri-
cal analogy, the resulting mathematical model is then presented and some examples of
inspiratory efforts are discussed.
Mechanics of the respiratory system: historical aspects
In the early 20th century, Armand Imbert investigated the relative velocities of sponta-
neous and triggered muscle contractions [19]. Using an electrical excitation produced by
the discharge of a capacitor connected to a power source, contractions of the explored
muscle were recorded through a drum maintained with a bandage. Muscle contraction
can be divided into two phases (Figure 2): a relatively stiff contraction followed by a
relaxation phase. Consequently, there is an obvious asymmetry between the contraction
and the relaxation phases. The rate of contraction increases as the contraction becomes
stronger. Similar results were found with spontaneous muscle contractions [19]. Regard-
ing to the respiratory muscles, stronger contractions allow to increase the volume of the
thoracic cage, thus inducing a larger negative pressure and then producing a stronger
inspiratory flow.
Equation of motion for the respiratory system
The respiratory mechanics is mainly governed by the equation expressing the muscle
pressure required for producing the airflow Qv. There are three contributions to this
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Figure 2 Imbert’s muscle contractions. Triggered by capacitor discharges, muscle contractions are
represented from bottom to top with an increasing intensity (from Imbert, 1911).
equation. First, the static property of the respiratory system implies that the energy per
unit volume (physically equivalent to a pressure), Pel, used to deform the respiratory
system (lungs and thoracic cage) is proportional to the inspired volume V and to the
elastance E of the respiratory system, that is,
Pel(t) = E V (t) . (1)
Due to the relative precision of the data measured in patients, the elastance may be here
considered as constant, at least during inspiration and expiration. In fact, the difference
of elastance between inspiration and expiration will be implicitely taken into account in
the different time constant τc and τr considered for modelling the muscle pressure as
explained in the subsequent part of this paper. Second, the volume energy Pres dissipated
by the resistance R of the respiratory system to airflow is given by
Pres(t) = RQv = R dV (t)dt . (2)
This component results from the air viscosity, that is, the loss of energy only due to
interactions between the air and the airway walls: this term corresponds to the so-called
Hagen-Poiseuille law. Third, the volume energy Pin required to inflate the lung depends
on the inertance I of the respiratory system according to
Pin(t) = I dQv(t)dt = I
d2V (t)
dt2 . (3)
Elastance E characterizes the static property of the lung mechanics and, resistance R
and inertance I correspond to the dynamical properties of the respiratory system. The
total pressure required to move the lungs is thus expressed as
Ptot(t) = Pel(t) + Pres(t) + Pin(t) = E V (t) + R dV (t)dt + I
d2V (t)
dt2 . (4)
At a normal respiratory rate, the inertial pressure Pin can be neglected when compared
to the elastic and resistive pressures; thus we consider that
Ptot(t) ≈ Pel(t) + Pres(t) = E V (t) + R dV (t)dt . (5)
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For a patient breathing spontaneously, the total pressure Ptot applied to the respiratory
system results from the (negative) muscle pressure Pmus and from themouth pressure Pm,
as
Ptot(t) = Pm(t) − Pmus(t) = E V (t) + R dV (t)dt . (6)
This equation is the dual of the equation of motion
Pmus(t) − Pm(t) = E V ′(t) + R dV
′(t)
dt , (7)
proposed byMead&Agostini [20], whereV ′ is the lung volume related to the equilibrium
volume and dV ′dt the airflow. A mechanical model corresponding to Eq. (7) was proposed
by Mecklenburgh & Mapleson [21] (Figure 3).
A fitted quadratic model for Pmus
The action of respiratory muscles is equivalent to a (negative) pressure applied to the
chest wall. It has been shown that when compliance C and resistance R of a given subject
are known, it is possible to reconstruct the times series of Pmus from continuous measure-
ments of the airflow Qv and from the mouth pressure Pm [22]. In this latter work, these
measures were performed in 12 healthy subjects i) spontaneously breathing and ii) under
ventilatory assistance. According to these results, the pressure Pmus resulting from the
respiratory muscles takes the form of a so-called relaxation oscillation. A breathing cycle
Figure 3 Mechanical analogy of the respiratory system. This mechanical model is equivalent to the
ventilatory mechanics when inertance is neglected. The alveolar compartment is separated from the mouth
by a resistance R. Palv represents the pressure in the alveoli and Pm the pressure at the mouth. The respiratory
muscles (both inspiratory and expiratory) are combined into a single muscle componentM which produces
a negative pressure Pmus. E = 1C is the elastance (inverse of compliance C) of the respiratory system (redrawn
from [21]).
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Figure 4 Measured pressure developed by respiratorymuscles.Measured Pmus (solid line) averaged over
12 subjects and 95% confidence limits (dotted lines) for the contraction and relaxation phases of a ventilatory
cycle (adapted from [22]).
is thus split into two phases, inspiration and expiration, corresponding to contraction and
relaxation of the respiratory muscles, respectively (Figure 4).
By fitting quadratic polynomials on themeanmeasured Pmus, Mecklenburg&Mapleson




−0.8445t + 0.12848t2 0 < t ≤ 1.71s
4.4408− 6.0281t + 1.6975t2 1.71 ≤ t ≤ 1.97s
−2.5980 + 1.1317t − 0.1232t2 1.97 ≤ t ≤ 4.59s
0 4.59 ≤ t ≤ 4.74s
(8)
where one could consider that ventilatory cycle is split into i) a main contraction, ii) a
kind of end-inspiration pause, iii) a main relaxation and iv) an end-expiratory pause. The
resulting Pmus time series (corresponding to a breathing cycle with a duration of 4.74 s)
is shown in Figure 5. The shape of the Pmus time series is not significantly affected by a
ventilatory assistance or a resistance loading, and only the duration of the contraction and
relaxation phases is changed [23]. Such amodel for Pmus is therefore quite general but only
works for a ventilatory frequency set at 12.7 cycles per minute (cpm). Unfortunately, the
Figure 5 Pmus produced by the quadratic model. Time series of the muscle pressure Pmus solution to the
set of equations (8) corresponding to a mean breathing cycle.
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ventilatory frequency fv among patients is commonly observed in the range [ 10; 30] cpm
and, consequently, the Pmus model (8) is not appropriate to simulate Pmus time series for
various breathing dynamics.
Methods
A flexible dynamical model from an electrical analogy
To be able to reproduce the inter-patient variability, it is thus desirable to construct a
flexible model allowing to vary the amplitude as well as the duration of the contraction
and relaxation phases. Since the time series shown in Figure 5 suggests charge and dis-
charge of a conductance through a resistance, we developed a model dedicated to the
muscle pressure and based on a RC-circuit as shown in Figure 6. We considered the
inspiratory muscles as a powered system (through nerve impulses) producing a contrac-
tion followed by a relaxation as ventilatory muscles do during a breathing cycle. The
contraction corresponds to the charge and the relaxation to the discharge of a capac-
itance Cm through a resistance Rm. The capacitance Cm characterizes the distension
property of respiratory muscles and the resistance Rm corresponds to the resistance
produced via tendons and intramuscular structures such as myofibrils and connective
tissue.
In this configuration, we consider that the input of the system is the voltageU produced
by the central nervous system and the output is the voltage Urm across the capacitance
Cm which corresponds to the voltage delivered by the respiratory muscles. We assumed
that the capacitor is discharged at time t = 0, that is Urm(0) = 0. The characteristic
equation of a capacitance is
iC = Cm dUrmdt (9)
where iC is the current flowing through the resistance Rm and Urm the voltage across the
capacitance Cm. By applying Kirchhoff ’s second rule to the circuit shown in Figure 6, we
obtained the voltage Urm corresponding to the muscle contraction as
U = UR + Urm (10)
where the voltage UR across the resistance is expressed as
UR = Rm iC = RmCm dUrmdt . (11)
During inspiration, U = Umax and a solution to the differential equation
U = Urm + RmCm dUrmdt (12)
Figure 6 RC-circuit equivalent to the respiratory muscles. Electrical circuit used to simulate the
respiratory muscle activity.





1 − e− tτ
)
, (13)
where Umax corresponds to the maximum pressure delivered by the muscle contraction
and τ = RmCm is the time constant of the circuit. During expiration, it can reasonably be
assumed that U = 0: the end of the nervous impulse induces the muscle relaxation. The
solution to the resulting differential equation
0 = UC + RmCm dUrmdt (14)
is thus
Urm(t) = Umax e
− t
τ , (15)
where Urm(0) = Umax as expected at the end of the inspiration (and so at the beginning
of the expiration). From the mechanical point of view, the positive muscular contraction
induces a negative pressure Pmus in the respiratory system. Thus, Pmus = −Urm.
When simulating an inspiratory effort, the charge corresponds to the inspiratory phase
whose durationmust be chosen, and the discharge is associated with the expiratory phase.
The duration of the breathing cycle is directly related to the patient ventilatory frequency
fv that we choose to vary from 10 to 30 cpm (cycles per minute) in order to simulate “nor-
mal” ventilatory dynamics corresponding to stable health conditions and faster dynamics
observed in acute situations or during physical efforts.
Parameter Umax appearing in solutions (13) and (15) corresponds to the ampli-
tude of the pressure delivered by the respiratory muscles. Solutions (13) and (15) are
negative, that is, they are consistent withMecklenburg and co-workers as well as with the
definitions used in the ASL 5000.
In an electronic circuit, the time constant τ is the same for the charge and the discharge.
In the respiratory system, the contraction (inspiration) is active and the expiration (relax-
ation) is passive. As a consequence, there are two distinct time constants τc and τr (this
is equivalent to consider that the elastance is slightly different between inspiration and
expiration) as discussed below. An oscillation of the pressure Pmus corresponding to a
breathing cycle is made of the two solutions (13) and (15) but with two different time con-
stants as exemplified in Figure 7 for a breathing cycle whose duration is Ttot = 4.29 s and
the inspiration duration is TI = 1.29 s. The global morphology of Pmus is in a good agree-
ment with the mean curve provided by measurements (compare Figure 7 to Figure 4).
Comparing the first two quadratic polynomials used by Mecklenburg and coworkers for
the contraction with the single exponential function (13) shows a transition between
contraction and relaxation stiffer than those observed in measurements. Nevertheless,
triggering mechanisms in home ventilators are not sensitive to such a departure and
this approximation will have (if any) a marginal effect on the synchronization between
the pressure cycle delivered by the machine and the breathing cycle supplied by the
mechanical lung.
Inspiratory and expiratory durations
The transition between inspiration and expiration is assumed to correspond to the onset
of the relaxation of the ventilatory muscles. Solution (13) retained for the contraction
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Figure 7 Simulatedmuscular pressure produced by the electric circuit. Solutions during inspiration (13)
and expiration (15) were concatenated.
is valid between t = 0 and t = TI, and solution (15) for relaxation is used between
t = TI and t = Ttot, where Ttot is the duration of the breathing cycle. It has been shown




is varied [24]. When
fv is increased, the expiratory time decreases faster than the inspiratory duration and,
consequently, TITtot increases. Physiologically, the inspiratory duration cannot be shorter
than 0.5 s and longer than 1.5 s. From the data provided in [24], TITtot is measured in healthy
subjects within the range [0.4; 0.6] when fv is varied within [16; 51] cpm using various
levels of exercise. The ratio TITtot for resting subjects is commonly between 0.3 and 0.4 [25].
From the data collected by Scheuermann and Kowalchuk, it appears that the ratio TITtot
is significantly correlated to the ventilatory frequency (r = 0.71, p < 0.01). Neverthe-
less, the linear regression obtained from their data cannot be used since their measures
were performed in subjects under exercise, contrary to patients who are commonly
ventilated during their sleep. We thus retained a linear dependence roughly matching
with TI = 1.5 s for fv = 10 cpm and TI = 1.0 s for fv = 30 cpm, as observed




= 0.0125 fv + 0.125 . (16)
The computed TITtot ratios and the inspiratory and expiratory durations are reported in
Table 1. The obtained TITtot are between 0.25 (fv = 10 cpm) and 0.50 (fv = 30 cpm) and
thus cover most of the range found in the published data.
Amplitude and stiffness of themuscular pressure
The respiratory muscle function is commonly assessed in clinical works by using the
so-called mouth occlusion pressure P0.1, measured 100 ms after the onset of inspira-
tion during quiet breathing. P0.1 is representative of the central unconscious control
of breathing [28] and of the strength of the inspiratory demand. In healthy adults
at rest, P0.1 equals about 1 cmH2O [29] with an unavoidable inter-subject variability
[30,31]. The value for quiet breathing in healthy adults is P0.1 = 0.93 ± 0.48 cmH2O
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Table 1 Time parameters defining the phases of the breathing cycles: total duration Ttot,
TI
Ttot
ratio calculated from equation (16), and the associated inspiratory and expiratory
times
fv (cpm) 10 11 12 13 14 15 16
Ttot (s) 6.0 5.455 5.0 4.615 4.286 4.0 3.75
TI
Ttot
0.250 0.263 0.275 0.288 0.300 0.313 0.325
TI (s) 1.5 1.432 1.375 1.327 1.286 1.25 1.219
TE (s) 4.5 4.023 3.625 3.288 3.0 2.75 2.531
fv (cpm) 17 18 19 20 21 22 23
Ttot (s) 3.529 3.333 3.158 3.0 2.857 2.727 2.609
TI
Ttot
0.338 0.350 0.363 0.375 0.388 0.400 0.413
TI (s) 1.191 1.167 1.145 1.125 1.107 1.091 1.076
TE (s) 2.338 2.166 2.013 1.875 1.75 1.636 1.533
fv (cpm) 24 25 26 27 28 29 30
Ttot (s) 2.5 2.4 2.308 2.222 2.143 2.069 2.0
TI
Ttot
0.425 0.438 0.450 0.463 0.475 0.488 0.500
TI (s) 1.063 1.05 1.039 1.028 1.018 1.009 1.0
TE (s) 1.437 1.35 1.269 1.194 1.125 1.060 1.0
in [32] and, 0.75 ± 0.32 cmH2O in [33]. In this latter work, the occlusion pressure is
found to be 2.83 ± 1.27 cmH2O in patients with chronic obstructive pulmonary dis-
eases (COPD) and 2.41 ± 1.01 cmH2O in patients with restrictive lung disease. In a
large cohort of 464 patients with chronic hypercapnic respiratory failure [34], the occlu-
sion pressure is P0.1 = 4.69 (3.57; 6.63) cmH2O for patients with COPD, P0.1 = 3.67
(2.45; 5.51) cmH2O for patients with an obesity hypoventilation syndrome (OHS) and,
P0.1 = 2.55 (1.43; 3.77) cmH2O for patients with other various diseases. The main value
is the median and values in parenthesis are quantile values. The occlusion pressure in
patients with acute respiratory failure under mechanical ventilation assistance can be
found within the range [6; 10] cmH2O [35-37] when the pressure support level is quite
low.
According to these studies, most of clinical cases are considered when P0.1 is varied
from 0.5 to 10 cmH2O (with an increment equal to 0.5 cmH2O). Combined with the
ventilatory frequency fv which is varied between 10 and 30 cpm with an increment equal








= 21× 20 , (17)
that is, 420 different ventilatory dynamics, each pair (fv, P0.1) corresponding to a given
lung model (or a patient in a clinical equivalent). Our simulations then represent 420 lung
models, thus taking into account the inter-patient variability.
Results and discussion
Parameters defining the inspiratory effort
Time constants τ appearing in equations (13) for describing the contraction and (15) for
the relaxation of the respiratory muscles characterize the stiffness of the muscle dynam-
ics. If this time constant is unique in a RC-circuit, this is not the case in the respiratory
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system because the muscular contraction is active and the relaxation is passive. Con-
sequently, contraction is a shorter phenomenon than relaxation. These time constants
depend on two parameters: the ventilatory frequency fv and themouth occlusion pressure
P0.1. The first dependence is identical for both contraction and relaxation: we empiri-
cally choose to set the time constant τ at 10fv . For contraction, such a relation leads to
τc = 1 s (0.33 s) for fv = 10 cpm (30 cpm), thus corresponding to the inspiratory dura-
tion TI = 1.5 s (1 s). The asymmetry between contraction and relaxation is introduced
via the second dependence, that is the way the occlusion pressure P0.1 affects such a
constant. In both cases, increasing P0.1 leads to an increase of the time constant. Since
contraction is shorter than relaxation, the time constant τc for contraction must be more
sensitive to P0.1 than the time constant τr for relaxation. After trials and errors, we found
that
τc = 10fv + 4 P0.1 (18)
and
τr = 10fv + P0.12
. (19)
induce Pmus time series leading to airflow and pressure time series which look like those
measured in patients (as we will show in the last section). In these two equations, τ is
expressed in second, fv in cpm and P0.1 in cmH2O (implicitly per 0.1 s). Some values
for these two time constants are reported in Table 2 for few values of fv and P0.1. Typi-
cally, these time constants are in the range [0.14; 0.98] s. They must be of the same order
of magnitude as those associated with respiratory systems given by τ = RC as for any
RC-circuit: the characteristic time constant is equal to 0.10 s for a restrictive patient
(R = 5 cmH2O.l−1.s−1 and C = 20 ml.cmH2O−1) and to 1.25 s for an obstructive patient
(R = 25 cmH2O.l−1.s−1 and C = 50 ml.cmH2O−1). Time constants for the respira-
tory muscles are thus in a range corresponding to physiological values for the respiratory
system.





1 − e− fv+4P0.110 t
)







TI < t ≤ Ttot .
(20)
The ventilatory dynamics is clinically characterized by the ventilatory frequency fv (in
cpm) and the occlusion pressure P0.1 (cmH2O per 0.1 s). Since the mechanical lung is set
using the maximum pressure Pmus reached during the ventilatory cycle, it is thus useful
Table 2 Examples of the time constant τc for contraction and τc for relaxation for few
values of the ventilatory frequency fv and of the occlusion pressure P0.1
fv = 10 cpm fv = 20 cpm fv = 30 cpm
P0.1 (cmH2O) τc τr τc τr τc τr
0.5 0.83 0.98 0.45 0.49 0.31 0.33
5 0.33 0.80 0.25 0.44 0.20 0.31
10 0.20 0.67 0.17 0.40 0.14 0.29
Time constants are in second.
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to express Pmax in terms of P0.1 and fv. By definition,
P0.1 = Pmus(0.1) = Pmax
(





1 − e− 0.1·(fv+4P0.1)10
, (22)
which can be used to define Pmax. Values of Pmax are reported in Figure 8 for the 420 res-
piratory dynamics we are using for designing our “cohort of mechanical patients”. Using
Eq. (20), the Pmus time series can thus be computed from the knowledge of fv and P0.1,
Pmax and TI being determined using Eqs. (22) and (16), respectively. These time series
thus computed are then loaded in themechanical lung software to drive the piston. Exam-
ples of the resulting Pmus time series are shown in Figure 9 for four different ventilatory
dynamics.
Some simulations using themechanical lung
To validate our model, we chose to compare the airflow time series obtained from some
simulations with the ASL 5000 to time series measured during a protocol which was con-
ducted by Rabarimanantsoa-Jamous at the Rouen University Hospital during her Ph.D.
thesis [38], in which written approval was obtained from the patients. In order to investi-
gate how asynchrony events could affect the quality of noninvasivemechanical ventilation
and sleep quality, airflow and airway pressure were measured during one night. The
database consists of a cohort of 35 patients with respiratory diseases and daily assisted
using a mechanical ventilator (VPAP III STA, ResMed, Australia). Some patients (n = 20)
Figure 8 Maximum pressure Pmax (in cmH2O). of the inspiratory muscular efforts as a function of P0.1 (in
cmH2O) and of the ventilatory frequency fv (in cpm). The shaded areas are identified as corresponding to
different groups of patients.
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Figure 9 Simulatedmuscle pressures. Time series of the muscle pressure Pmus simulated for four different
ventilatory dynamics. The ratio TITtot is determined according to Eq. (16).
were affected by obesity hypoventilation syndrome (OHS) and some other (n = 15)
by chronic obstructive pulmonary disease (COPD), associated or not with sleep apnea.
Mean body index (BMI) for these patients is 42 ± 10.5 and their mean age is 62 ± 11.7.
We selected three airflow time series in this database, our aim being, first, to exemplify
how different the dynamics underlying airflow time series can be different and, second,
to show that we are able to reproduce these different dynamics with our model for the
muscle pressure.
The first case corresponds to a 45 years old patient affected by OHS and sleep
apnea; the ventilator is set with a high pressure Ph = 22 cmH2O, a low pres-
sure Pl = 5 cmH2O and the shortest pressure rise time. The measured airflow
Figure 10 Patient airflow (A) and simulated curve (B). Case of a 45 years old male. (BMI= 35.4 kg.m−1)
with an OHS and a sleep apnea syndrome, ventilated with a VPAP III ventilator (ResMed) in a pressure support
mode. Pressure values: Ph = 22 cmH2O and Pl = 5 cmH2O. These values were also used with the mechanical
lung. We set P0.1 = 1 cmH2O, R = 5 cmH2O/l/s, and C = 20 ml/cmH2O, as commonly used for a restrictive
patient (the actual values were not measured).
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(Figure 10A) presents a stiff rise up to nearly 1.5 l.s−1 which is followed by a fast
decrease. Expiration is characterized by a fast return to a quasi-null airflow, with a
plateau up to the end of the breathing cycle. The main characteristics of the air-
flow were reproduced in the time series (Figure 10B) simulated with a restrictive
lung model (patient with OHS are considered as being restrictive). The ventilatory
frequency was set at the measured value (14.3 cpm). The ventilator was a VPAP
III as used in the protocol with patients, and pressure levels were set as for this
45 years old male. We just adjusted the occlusion pressure (which was not mea-
sured in the the protocol) to optimize the airflow time series: we used P0.1 = 1
cmH2O.
The second case is a 74 years old woman also affected by OHS and sleep apnea; the
ventilator pressure levels were Ph = 23 cmH2O and Pl = 9 cmH2O. A long pressure
rise time was used. The corresponding airflow time series (Figure 11A) presents a stiff
rise, then a plateau which results from the long pressure rise time, and finally a fast
decrease of the airflow up to a minimum negative value, followed by a slow return
to a null airflow. Most of the characteristics of the measured airflow were reproduced
with our restrictive lung model driven with a ventilatory frequency fv equal to the mea-
sured value (17 cpm). The VPAP III ventilator was set as for this patient. The most
corresponding airflow was obtained with the occlusion pressure P0.1 = 3 cmH2O:
this value greater than the one used for the first case can be justified by the BMI
of the patient which is roughly twice the BMI of the first patient. The small plateau
at nearly null airflow at the end of expiration was observed for the longest breathing
cycles. Reducing the ventilatory frequency would have led to such a plateau with our
simulation.
Figure 11 Patient airflow (A) and simulated curve (B). Case of a 74 years old female. (BMI = 66.5 kg.m−1)
with an OHS and a sleep apnea syndrome,0 ventilated with a VPAP III ventilator (ResMed) in a pressure support
mode. Pressure values: Ph = 23 cmH2O and Pl = 9 cmH2O. These values were also used with the mechanical
lung. We set P0.1 = 3 cmH2O. R and C values were those used for the first case shown in Figure 10.
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Figure 12 Patient airflow (A) and simulated curve (B). Case of a 62 years old male. (BMI= 50.2 kg.m−1)
with a COPD, ventilated with a VPAP III ventilator (ResMed) in a pressure support mode. Pressure values:
Ph = 30 cmH2O and Pl = 6 cmH2O. These values were also used with the mechanical lung. We set P0.1 = 4,
R = 25 cmH2O/l/s, and C = 50 ml/cmH2O, as commonly used for an obstructive patient (the actual values
were not measured).
The third case is a 62 years old male affected by COPD ; the ventilator was set with
pressure levels Ph = 30 cmH2O and Pl = 6 cmH2O. The shortest pressure rise time was
chosen. The associated airflow (Figure 12A) presents a stiff rise: once the maximum air-
flow is reached, there is a first slow decrease followed by an abrupt decrease of the airflow
up to the minimum negative airflow. The second part of expiration is characterized by
a rather slow increase of the airflow up to the nearly null value. The airflow time series
simulated with an obstructive lung model (as required for a patient with a COPD) well
reproduces the main features observed in the measured time series. The ventilatory fre-
quency was set to the measured value (fv = 23.1 cpm). The best time series was obtained
with P0.1 = 4 cmH2O.
For the three simulated time series, the amplitude of the expiratory airflow is always less
than the expiratory airflow measured with patients. This is due to the fact that the airflow
in ventilatory circuit with true patients was measured after the mask which contains
intentional leaks to send the carbon dioxide out of the ventilatory circuit, thus avoid-
ing carbon dioxide rebreathing. Contrary to this, the airflow in ventilatory circuit with
the mechanical lung is measured within the piston chamber (the artificial lung), before
any intentional leak. The presence of intentional leak has also an effect on the inspira-
tory airflow: the measured airflow with patient is overestimated because it takes into
account the part flowing through the intentional leak and, consequently, not provided to
the patient.
The transitions between inspiration and expiration in our simulations are stiffer
than in the measured airflow. This could be also an effect induced by the location of
the airflow sensor which differs in the two circuits. Such a stiffness is perhaps also
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induced by the fact that in our model the parameters used to simulate the patho-
physiological conditions (the airway resistance R and the thoracopulmonary compliance
C) are kept constant during the simulations whereas they could change during inspi-
ration and expiration [39]. As exemplified with the simulated time series shown in
Figures 10, 11 and 12, such approximation did not prevent us to obtain airflow time
series with characteristics close to those measured in ventilatory circuit with patient.
We have therefore now a realistic mechanical lung model to assess performances
of ventilators.
Conclusion
In this paper we designed a realistic respiratory muscle pressure to drive a mechan-
ical lung such as the ASL 5000. In order to do that, we started from the scarce
data available in the literature to define the main properties of the dynamics under-
lying the pressure driven by the respiratory muscles. Using an electrical analogy, we
used two exponential functions, one for inspiration and one for expiration. In order
to have a muscular dynamics only depending on the ventilatory frequency and the
mouth occlusion pressure — two clinical parameters commonly measured —, we
introduced a linear dependency between the ratio of the inspiratory duration to the
breathing cycle duration and the ventilatory frequency as suggested by clinical evi-
dences. The resulting model was validated by comparing simulated airflow time series
measured in the mechanical lung driven by our model with those measured in ven-
tilatory circuits with patients. By varying the ventilatory frequency and the mouth
occlusion pressure we are now able to reproduce the inter-patient variability and, con-
sequently, to investigate performances of ventilators on a “cohort” of realistic lung
models.
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